
 5.1.1 Attachment 2 

System configuration
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Check valve alternative: 
24 inch length draped hose
attached to gas vent of 
!He safety fixture

Liquid nitrogen fill port

Check valve attached to 
gas vent of !He safety fixture

Detector side pump-out port
& “guard” vacuum valve

with built-in overpressure relief


